INSTRUCTION MANUAL 




HIGH VOLTAGE SUPPLY 



WARRANTY 



We warrant each of our products to be free 
from defects in material and workmanship. Our 
obligation under this warranty is to repair or 
replace any instrument or part thereof which, 
within a year after shipment, proves defective 
upon examination. We will pay domestic 
surface freight costs. 

To exercise this warranty, call your local 
field representative or the Cleveland factory, 
ODD 216-248-0400. You will be given assist- 
ance and shipping instructions. 



REPAIRS AND RECALIBRATION 

Keithley Instruments maintains a complete re- 
pair service and standards laboratory in Cleve- 
land, and has an authorized field repair facility 
in Los Angeles and in ail countries outside the 
United States having Keithley field repre- 
sentatives. 

To insure prompt repair or recalibration serv- 
ice, please contact your local field representa- 
tive or the plant directly before returning the 
instrument. 

Estimates for repairs, normal recalibrations, 
and calibrations traceable to the National Bu- 
reau of Standards are available upon request. 
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INSTRUCTION MANUAL 
CHANGE NOTICE 

MODEL 246 HIGH VOLTAGE SUPPLY 



INTRODUCTION: Since Keithley Instruments is continually improving pro- 

duct performance and reliability, it is often necessary to make changes 
to Instruction Manuals to reflect these improvements. Also, errors m 
Instruction Manuals occasionally occur that require changes. Sometimes, 
due to printing lead time and shipping requirements, we can t get these 
changes immediately into printed Manuals. The following new change in- 
formation is supplied as a supplement to this Manual in order to provide 
the user with the latest improvements and corrections i n the shortest 
possible time. Many users will transfer this change information directly 
into a Manual to minimize user error. All changes. are indicated by an 
underline. 



CHANGES: 

(1) Page 31, Replaceable Part, DIODES, change to the following: 
D102, Silicon, LHC25-8 , EDI , RF-32 , 15 
D103, Silicon, LHC25-8 , EDI , RF-32 , 15 
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Add the following: 
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DISC 
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GENERAL DESCRIPTION 



MODEL 246 HIGH VOLTAGE SUPPLY 



TABLE 1. Keithley Model 246 Specifications. 



OUTPUT: 

Voltage: 0 to 3100 volts dc in 10-vo!t steps. 

Current: 10 milliamperes dc maximum. 

Polarity: Positive or negative with respect to chassis. 
ACCURACY: ±1% of dial setting. 

RESOLUTION: A potentiometer permits interpolation between 
steps with a resolution better than 50 millivolts. 

STABILITY: ±0.01% ±2 millivolts the first hour or in subse- 
quent 8-hour periods, after a 1-hour warm-up. 

LINE REGULATION: 0.(W1% plus 2 millivolts for 10% change in 
line voltage. 

LOAD REGULATION: 0.002% plus 2 millivolts from no load to 
full load. 

> I >Mi' 



■ ■ | i p Ti«TrwrHWvwBa« BBM ag ^ ^ H ill 

RIPPLE AND NOISE: Less than 1 millivolt rms above 5 cps, 

OVERLOAD: Electronic current limitingto less thanlSmilUam- 
peres. Automatic recovery from overload within 1 second. 

METER; Provides check on output and polarity. 

CONNECTORS: Output (front and rear panel): MHV series (UG- 
931/U). 

POWER: 105-125 or 210-250 volts (switch selected). 50-60 cps, 
105 watts. 

DIMENSIONS, WEIGHT: 5y4" high x 19" wide x 10" deep: net 

weight, 25 pounds. 

ACCESSORIES SUPPLIED: Mating connector. 
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MODEL 246 HIGH VOLTAGE SUPPLY 



GENERAL DESCRIPTION 



SECTION 1. GENERAL DESCRIPTION 



1-1. GENERAL. The Keithley Model 246 is a high voltage supply which provides accurate, 
stable outputs from 0 to 3100 volts dc. Accuracy is ^1% of the dial setting for all out- 
puts. Stability is ±0.01% ±2 millivolts the first hour or in subsequent 8-hour periods, 
after a 1-hour warm-up. Line regulation is 0.001% plus 2 millivolts for a 10% change in 
line voltage, and load regulation is 0.002% plus 2 millivolts from no load to full load. 

1-2. FEATURES. 

a. Three in-line calibrated dials set the output voltage in 10-volt steps. The fourth 
dial is a potentiometer that permits interpolation between steps with 50-millivolt reso- 
lution. Output can be selected positive or negative with respect to ground. 



b. Repeated overloading or operation in an overload condition for long periods will not 
damage the Model 246. Overload protection limits the output current to less than 13 milli- 
amperes and, when the overload is removed, automatically returns the Supply to its set 
value . 

c. The circuit for the Model 246 takes advantage of the reliability and stability of a 
solid-state comparator amplifier, and the high voltage capability of two stacked series 
regulator tubes to provide a high performance circuit. Metal-film range resistors and a 
selected zener diode contribute to its overall accuracy and stability. 



1-3. APPLICATICMS . 

a. The Model 246 is an ideal high voltage biasing supply for photomultiplier tubes, ion 
chambers, photocells and other current detectors. It is also suited for use in applications 
such as voltage gradient studies, surface and volume resistivity measurements and capacitor 
leakage measurements. 



b. The output of the Voltage Supply may be remotely controlled or programmed by adding; 
connectors to the rear panel. Mounting holes are provided to easily modify the Model 246. 




FIGURE 1. Keithley Model 246 High Voltage Supply. 



1067R 



1 




OPERATION 



MODEL 246 HIGH VOLTAGE SUPPLY 



TABLE 2. Model 246 Front Panel Controls and Terminals (Figure 2). 

The Table briefly describes each control and indicates the paragraph which contains in- 
structions on the use of the control. 



Control 


Functional Description 


Par. 


POWER ON Switch 


Turns on line power to all circuits except high 
voltage: low voltage regulators, amplifier, tube 

filament and screen supplies. 


2-2 


POWER ON 
Pilot Light 


Glows orange to indicate that all low voltage cir- 
cuits are on. 


2-2 


OUTPUT ON Switch 


Turns on line power to high voltage transformer 
activating all high voltage circuits. 


2-2, 2-4 
2-6 


OUTPUT ON 
Pilot Light 


Glows red to indicate that both the POWER ON 
Switch and the OUTPUT OK Switch are on. 


2-2 


Voltage Dials 


Sets output voltage from 0 to 3100 volts dc. 2- 


-2, 2-4, 2-5 
2-6 


Trim Control 


Interpolates between 10-volt settings of the volt- 
age dials; 50 mv resolution, 15 volt range. 


2-3, 2-4 


POLARITY Switch 


Selects positive or negative outputs. 


2-2 


Output Receptacle 


Connects Model 246 to accepting device. 


— 


Binding Post 


Auxiliary ground connector for convenience & safety. 


— 


OVERLOAD Lamp 


Glows to indicate output current exceeds approx- 
imately 11 ma . 


2-3, 2-5 


METER 


Indicates magnitude & polarity of voltage at output. 


— 


TABLE 3. Model 246 Rear Panel Controls and Terminals. 

The Table briefly describes each control and indicates the paragraph which contains in- 
structions on its use. 


Control 


Functional Description 


Par. 


Output Receptacle 


Connects Model 246 to accepting device. 


— 


Line Voltage Switch 


Sets Model 246 for 117 : or 234-volt power lines. 


— 


Fuse 


105-125 volt operation: 1.25 ampere, slow-blow. 

210-250 volt operation: 0.6 ampere, slow-blow. 


— 


Covered Blank 
Mounting Holes 


Provides access to modify Model 246 for remote 
control . 


2-10 

_2-16 
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MODEL 246 HIGH VOLTAGE SUPPLY 



OPERATION 



SECTION 2. 



OPERATION 



2-1. CONNECTIONS. 

a. The Model 246 Output receptacle is an MHV Teflon-insulated receptacle, the shell of 
which is connected to chassis ground. The binding post on the front cover allows addi- 
tional ground connections to be made for added safety or convenience. 

b. Use coaxial cables to insure good circuit connections and safe operation. Use Teflon 
or polyethylene-insulated connectors and cables which will withstand more than 3100 volts. 
Inspect insulation for mechanical or heat damage. 



c. Coaxial cables also have the best noise characteristics. If noise is not important, 

unshielded leads may be used since the output impedance at low frequencies is very low. 

d. For safety, use the 3-wire power cord to connect power lines. Make sure the third 

wire is connected to a good earth ground. 

WARNING 

If ground loops in the path of the system prevent connection to a good earth 
ground, then the ground lead need not be connected as long as safe operation 

is possible. That is, as long as the Model 246 isn't driving an instrument 

that is off ground. If the system is such that driving an instrument at off 
ground potential is non-preventable , make sure that the instrument is capable 
of floating at the desired level. 




Voltage Dials 



Meter 

(MIDI) 



Trim 

Control 

(R147) 



POWER ON 
Lamp 
(DS102) 



POWER ON 
Switch (S102) 



OUTPUT ON 
Switch (SlOl) 



OUTPUT ON 
Lamp (DSlOl) 



POLARITY 

Switch 

(S108) 



S107 Sl06 Sl05 



OVERLOAD 
Lamp <DS103) 



Binding 

Post 

(J103) 



Output 

Receptacle 

(J102) 



FIGURE 2. Model 246 Front Panel Controls and Terminals. Circuit designations refer to 



Replaceable Parts List and schematic diagrams. 
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OPERATION 



MODEL 246 HIGH VOLTAGE SUPPLY 



2-2. PRELIMINARY PROCEDURES. 

a. The Model 246 is shipped in operating condition with all components installed. 

b. Check the 117-234 Volt Switch and the Fuse for the proper line voltage. 

c. Make sure the Voltage supply will be properly ventilated when it is operating. Air 
flow should be available from the bottom, top, rear and both sides. 

NOTE 

If the natural flow of cool air Is constricted in any way, the internal temper- 
ature of the Model 246 will rise and the life of many critical components will 
be shortened. 

d. Set the front panel controls to: 



POWER ON Switch off 

Voltage and Trim Switches 0000 
OUTPUT ON Switch off 

POLARITY Switch + or - 



Plug the power cord into the power line. Turn the POWER ON Switch ’on*. The POWER ON 
Switch turns on the power for the low voltage regulators, the amplifier and the tube fila- 
ment and screen supplies. The POWER ON Pilot Light will glow orange. 

e. Allow the pass tube filaments to warm up for about one minute. 

f. Turn the OUTPUT ON Switch to 'on* and allow the Model 246 to warm up for 30 minutes. 
The OUTPUT ON Switch turns on the line power to the high voltage transformer and therefore 
activates all high voltage circuits. Turning off this switch removes the output power 
within a short time. To insure maximum life of the high voltage tubes it is necessary to 
wait about one minute after turning the POWER ON Switch before the OUTPUT ON Switch is 
turned. To prevent damage the high voltage output switch is wired in series with the POWER 
ON Switch so that the high voltage cannot be turned on before the low voltage is turned on. 
The OUTPUT ON Pilot Light will glow red. 



CAUTION 

Do not turn the left most Voltage Dial, the 1000-volt range switch, from '1' 
to 'O' when the OUTPUT CM Switch is on. Turning this Dial causes arcing 
across the range switch, and thus damages it. 

CAUTION 

Do not switch the POLARITY Switch when the OUTPUT ON Switch is on. Arcing 
across the POLARITY Switch will occur and damage will ensue. 

g. The operating checks, paragraph 2-3, may be performed if desired. 

2-3. OPERATING CHECKS. 

a. Zero Balance. Connect the Keithley Model 153 Microvolt-Ammeter or an equivalent in- 
strument to the Model 246 OUTPUT Receptacle. With the Voltage Switches at 0000 and the 



4 



1167R 




MODEL 246 HIGH VOLTAGE SUPPLY 



OPERATION 



POLARITY Switch at after 30 minutes the output voltage should.be less than *1 milli- 
volt. If it is more, see paragraph 5-3. 

b. Output Voltage. Decrease the Model 153 sensitivity to 100 volts or more. Set the 
Model 246 Voltage Dials to an output equal to full scale on the voltmeter. Make sure the 
Trim Control is set to "0". If the output is not within the accuracy of both instruments, 
see paragraph 5-4. 

c. Current Limit. 

1. Use the Model 153 as an ammeter and connect it to the Model 246 OUTPUT Receptacle. 
Increase the Voltage Supply output using the Trim Control until the OVERLOAD Lamp lights. 
Output current should be between -11 and -13 milliamperes . If not, see paragraph 5-5. 

2. Set the Model 153 to its 30-mi'lliampere range. (If another ammeter is used, its 
voltage drop must be less than 150 millivolts on a scale capable of reading 15 milliamp- 
eres.) Set the Model 246 output voltage to -100 volts. The OVERLOAD Lamp should light 
and the output current should be -12.5 ^0.2 milliamperes. 

2-4. SETTING OUTPUT VOLTAGE. 

a. The setting of the three Voltage Dials and the Trim Control determines the magnitude 
of the output voltage. The specified output accuracy and stability are assured only when 
the Trim Control is set to "0". At this setting, the Trim Control is disconnected from 
the output control circuit. 

1. The three Voltage Dials set the output voltage from 0 to 3100 volts dc in calibra- 
ted 1000, 100 and 10-volt steps. 

2. The Trim Control interpolates between 10-volt settings of the Voltage Dials with 
better than 50-millivolt resolution. The range of the Control is from 0 to 15 volts. 

The Control has a snap-action off position which is indicated by the fully visible "0". 

At this setting the Model 246 output is determined only using the Voltage Dials. When 
using the trim control a line appears across the ”0” to show that the output voltage is 
somewhat greater than the direct dial readings. 

b. To increase the output voltage less than 200 millivolts, reduce the Voltage Dial set- 
ting to 10 volts; then use the Trim Control in the upper portion of its range. The Control 
has an unusable portion at the very beginning of its range due to the switch action which 
defines the "0" position. 

c. When the OUTPUT ON Switch is in 'off' position and the high voltage circuits are not 
activated there is still up to 300 volts applied to the amplifier and tubes. 

NOTE 

The output noise when the OUTPUT ON Switch is set to the 'off position may be as 
much as 100 millivolts rms. This is typical and does not indicate a defective 
Voltage Supply. 

2-5. OVERLOAD OPERATION. 

a. A current limiting circuit provides overload protection for the Model 246. When 
output current exceeds approximately 10 milliamperes, the Model 246 enters a constant cur- 
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MODEL 246 HIGH VOLTAGE SUPPLY 



rent mode; the load resistance then determines the voltage across the load. For this mode, 
the OVERLOAD Lamp will light. Removing the overload or reducing the load automatically 
resets the Model 246 output to its original value and turns off the OVERLOAD Lamp. 

b. The Model 246 is factory adjusted to deliver at least 10 milliamperes before the cur- 
rent limiting circuit operates. The OVERLOAD Lamp lights at about 11-milliampere output. 
Current limiting action, indicated by an increase in output noise, begins at about 11.5 
milliamperes . 

c. On a typical instrument, maximum short circuit output current can be adjusted any- 
where between 7 and 17 milliamperes (paragraph 5-5). This provides a useful current out- 
put from about 5 to 15 milliamperes. However, operating the Model 246 at outputs greater 
than 10 milliamperes may degrade its load regulation specification for 3100-volt outputs 
and for low power-line voltages, and it may also degrade specifications at all output 
voltages . 

NOTE 

For output voltages and capacitive loads exceeding 1 joule of energy, never use 
the Voltage Dials to reduce the output more than 100 volts at a time or to go 
to zero output. Use the procedures given in paragraph 2-6. 

2-6. CAPACITIVE LOADS. 

a. Its current limiting circuit enables the Model 246 to charge capacitive loads with- 
out difficulty. The OVERLOAD Lamp will light during the time the output current exceeds 
11 milliamperes, but the current continues to flow. The Model 246 High Voltage Supply 
does not have to be continually reset while charging a capacitive load. 

b. For capacitive loads exceeding 1 joule of energy, change the Model 246 output by 
first setting the OUTPUT ON Switch to 'off'. Then readjust the Voltage Dials and turn the 
OUTPUT ON Switch to 'on'. Reducing the output voltage without setting the OUTPUT ON Switch 
to 'off' could damage the ranging resistors and/or the voltage selection switches. 

c. A large capacitive load may cause a resonant condition when the Model 246 output po- 
larity is negative and when excessive line transients are present. Under this condition 
an increase in output capacity will increase the Model 246 output noise slightly. Then, 
as more capacity is added to the output, the output noise is reduced to its normal level. 

2-7. OUTPUT NOISE, When the Model 246 operates with no load and from a clean power line, 
typical output noise at any voltage setting will be less than 20 millivolts peak-to-peak 
or 0.5 millivolts rms . Transient noise on the power line will tend to increase the peak- 
to-peak output noise, and if it is sufficiently high, may cause rms output noise to also 
increase. As the output current increases, output noise decreases to about 10 millivolts 
peak-to-peak. (Refer also to paragraph 2-6c.) 

2-8. SHORT-TERM STABILITY. After a 3-hour warm-up the short term stability of the Model 
246 is typically better than 0.003X per hour for output voltages greater than 100 volts 
and with constant line voltage, load and ambient temperature. 

2-9. TEMPERATURE COEFFICIENT. The temperature coefficient of the Model 246 output volt- 
age depends primarily upon the temperature coefficients of the zener reference, the volt- 
age divider resistors, and the voltage control comparator circuit. Using the maximum 
values for these components, the maximum temperature coefficient for the voltage supply is 
i 290 ppm/°C or -0.029%/®C. Typically, the coefficient will be much lower (around 50ppm/oc) 
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OPERATION 



2-10. REMOTE PROGRAMING. 

a. Remote programing or control of the 

Model 246 is possible using one of two meth- 
ods: resistance programing or voltage pro- 

graming. The Model 246 can be modified for 
only one of these methods at a time, how- 
ever. The modifications do not have to be 
permanent and the Model 246 can be easily 
returned to normal. 

b. Resistance programing is useful where 
accurate output voltages are needed in a 
fixed sequential order. External resistors 
are added in series with the resistors in 
the Voltage Dials. This allows remote con- 
trol of the Model 246 output. In this 
method, the Model 246 output is set to the 
minimum operating voltage needed. Besides 
the external resistors, parts required for 
this modification are two MHV connectors and 19-1/2 inches of shielded cable. 

c. Voltage programing is a non-linear high-gain system of output voltage control. It 
is useful where the Model 246 is to maintain constant some system parameter other than the 
supply voltage. In this method, the Model 246 Output Voltage Dials are set to the maximum 
output voltage desired. A positive input voltage to the modified Voltage Supply causes 
the output voltage to decrease in magnitude. This modification is used only for negative 
output voltages. Parts required for this modification are two MW connectors, 14 inches 
of cable, a resistor and a diode. 

2-11. MODEL 246 MODIFICATIONS FOR RESISTANCE PROGRAMING. 




FIGURE 3. MHV Sockets Mounted to Model 246. 
The ’sockets, located in the rear panel, are 
used for remote programing. 



a. Remove the plate over the punched holes on the Model 246 rear panel. These holes 
accept MHV connectors (No. UG-931/U, manufactored by most connector companies; Keithley 
part number CS-190). Mating connectors are UG-932/U (manufactured by most connector com- 
panies; Keithley part number CS-191). Use a lug to ground the shields of the cables to 
the Model 246 chassis as shown in Figure 3. Use 3-56 screws and nuts to fasten the connec- 
tors to the rear panel; if not available, 2-56 screws and nuts are sufficient. Relocate 
the ac wires at the inside rear panel so that the connectors can be installed. 




1067 



7 






OPERATION 



MODEL 246 HIGH VOLTAGE SUPPLY 



b. Prepare the 9 inch cable #1 as shown in Figure 4. 

1. Use shielded, single conductor cable with insulation which will withstand at least 
3100 volts. The conductor should be #25 wire or larger. 

2. From end A cut off 7/8 inch of outer Insulation only. Comb out the shield and wrap 
together. Cut off 1/8 inch of center insulation and conductor. Cut off 1/8 inch of in- 
sulation, baring 1/4 inch of wire. 

3. From end B cut off 1/2 inch of outer insulation and shield. Use 3/4 inch of shrink 
tubing over the end as shown in Figure 4. Cut off 1/8 inch of insulator, baring 1/8 
inch of wire. 

c. Prepare the 10-1/2 inch cable #2 in the same manner as cable #1. Refer to Figure 5. 

d. Connect the cables to the connector. 



1. Attach the center conductor of Cable #1 (end A) to the center pin of connector #2 
(refer to Figure 3). Connect the shield of the cable to the ground lug. 

2. Remove the green wire that runs from eyelet #1 on the range resistor PC board, 
(PC-130, Figure 18) to the Trim Potentiometer, Rl47. 



3. Attach end B of Cable #1 to eyelet #1 on PC-130, Figure 18.- 

4. Attach the center conductor of Cable #2 (end A) to the center pin of connector 
#2. Connect the shield of the cable to the ground lug. 



5. Attach end B of Cable #2 to the center terminal of the Trim Potentiometer, Rl47. 



2-12. CIRCUIT FOR RESISTANCE PROGRAMING. 

a. The accuracy and stability of the external resistors connected in series with the 
Model 246 sampling resistors will determine the accuracy and stability of the output volt- 
age. These should be similar in specifications to resistors R148 to Rl87 in the Model 246: 
0.5%, 1/2-watt metal film resistors (Keithley Part No. R61). It is also recommended that 
the resistors be power^ derated five to ten times. 

b. The programing constant for the external resistors is 1000 ohms per volt. The cur- 
rent remains a constant 1 milliampere. Increasing the output voltage 10 volts requires in- 
creasing the external resistance 10 kilohms. For example, to remotely increase the Model 
246 output 600 volts requires increasing the external resistance 600 kilohms. 

c. In establishing an output sequence, do not go from a high voltage to a voltage near 
zero. There is a large amount of capacitive energy that m ust be carried by the remote 
range switches and damage to switches may result. If it is necessary to switch to zero, 
consult paragraph 2-6 on capacitive loads. 



d. Make sure the remote range circuit is never at open circuit. This permits the Model 
246 output voltage to increase above 3100 volts, which could damage the Voltage Supply. 
Always use a make-before-break remote switching sequence. 
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NOTE 

Use sufficient insulation because the voltage control is in the negative output 
voltage side of the Model 246. 

2-13. OPERATION FOR RESISTANCE PROGRAMING. 

a. Connect the external resistors between the center pins of the two MHV connectors. 

b. Set the Model 246 front panel controls to: 

POWER ON Switch on 

OUTPUT ON Switch on 

Voltage and Trim Switches 0000 

POLARITY Switch - or +, as desired. 

c. The minimum output voltage for any setting of the external resistors will be the set- 
ting of the Voltage Dials. If zero output is not needed, then set the Voltage Dials to 
the desired value. All outputs will increase an equal amount. If the Dials are set to 

100 volts, all outputs determined with the external resistors will increase 100 volts. 

CAUTION 

Make sure the center pins of the two connectors are not left open circuit. The 
output voltage may rise to approximately 4500 volts; damage may result to the 
Model 246 or to the load. 

d. To return the Model 246 to normal operation, short together the center terminals of 
the two MHV connectors, or remove the leads and replace the green wire. 

2-14. MODEL 246 MODIFICATIONS FOR VOLTAGE PROGRAMING. 

a. Remove the plate over the punched holes on the Model 246 rear panel. These holes 
accept MHV connectors (No. UG-931/U, manufactored by most connector manufacturers; Keithley 
part number CS-190). Mating connectors are UG-932/U (manufactured by most connector manu- 
facturers; Keithley part number CS-191). Use a lug to ground the shield of the cables to 
the Model 246 chassis as shown in Figure 3. Use 3-56 screws and nuts to fasten the connec- 
tors to the rear panel; if not available, 2-56 screws and nuts are sufficient. Relocate 
the ac wires at the inside rear panel so that the connectors can be installed. 



b. Prepare the 7-inch cable #3 as shown in Figure 6 and the 8-inch cable #4 as shown 
in Figure 7. 




] FIGURE 6. Dimensions for Cable #3 for Volt- FIGURE 7. Dimensions for Cable #-4 for Volt- 
age Programing. Dimensions are in inches. age Programing. Dimensions are in inches. 



1167R 



9 






OPERATION 



MODEL 246 HIGH VOLTAGE SUPPLY 



1. Use unshielded cable with insulation which will withstand at least 4500 volts. 

The conductor should be #22 wire or larger. 

2. Cut off 1/4 inch of insulation from each end (A and B) of both cables #3 and #4. 

c. Connect the cables to the connector. 

1. Attach either end of cable #3, the 7-inch cable, to connector #2 (Figure 3). 

2. Attach either end of cable #4, the 8-inch cable, to connector #1 (Figure 3). 

3. Connect the other end of cable #3 to eyelet #17 on the Model 246 PC board PC- 131, 

Figure 14. 

4. Connect the other end of cable #4 to eyelet #18 on the Model 246 PC board PC-131, 

Figure 14. 

2-15. CIRCUIT FOR VOLTAGE PROGRAMING. 

a. Since each particular supply will be 
different, no definite values may be given 
for system operation or stability. These 
must be checked for the particular appli- 
cation. 

b. The Model 246 Voltage Dial setting 
determines the maximum output voltage. The 
remote control voltage reduces the output 
voltage below this maximum value. This 
protects the Model 246 and loads whose volt 
age rating may not be exceeded. 

c. The load current drawn and the re- 
mote control voltage determine the lower 
voltage range. Attempting to use outputs 
less than 100 volts results in large non- 
linearities. It is recommended that at 
least 0 . 5-rail liampere load current be pres- 
ent at 100 volts, requiring at least 5-milliampere load current at 3000 volts. 

d. The circuit for voltage programing includes a 1000-ohra resistor, Rg , between the ex- 
ternal control voltage and the Model 246 (see Figure 8). The value of Rg may be reduced 
below 1000 ohms, but if the external control voltage becomes too large the Model 246 may. 
be damaged. 

e. Since the Model 246 is operating in a condition which is somewhat analogous to an 
open loop, there is high gain from the control terminals to the output terminals. The 
programing coefficient will vary; Table 4 presents a typical example. The coefficient 
for any circuit must be determined for the particular application. 

f. If the control voltage is a step function, the ranging speed is a function of resis- 
tive and capacitive loading, and it is approximately exponential. 



TABLE 4. 

Typical Programing Coefficient for Voltage 
Programing. The Model 246 is set for -3000 
volts; the load is a 300-kilohm resistive 
load. The value of Rg (Figure 8) is 1000 
ohms. Changing the circuit will change the 
coefficient , 



Control Voltage, 
volts 


Output Voltage, 
volts 


0 


-3000 


+5.38 


-2500 


+5.63 


-2000 


+5.68 


-1750 


+5.73 


-1500 


+5.75 


-1250 


+5.79 


-1000 


+5.82 


- 500 
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OPERATION 



MHV 

Connectors 




FIGURE 8. Circuit for Voltage Programing. The external control voltage, Vc » is connected 
to the MHV connectors through a 1000-ohm resistor, Rg , and diode Dg. Cables 3 and 4 con- 
nect the external voltage to the printed circuit board within the Model 246. 



2-16. OPERATION FOR VOLTAGE PROGRAMING. 

a. Short terminal of connector 2 to chassis. Connect a diode and resistor to connector 
1 as shoxvn in Figure 8. Normally, use a 1000-ohm, 1/2-watt resistor. The diode (1N645) 
prevents the Model 246 output voltage from exceeding the dialed supply voltage if the ex- 
ternal control voltage becomes negative. 

b. Set the Model 246 front panel controls to: 

POWER ON Switch on 

OUTPUT ON Switch on 

Voltage and Trim Switches Desired Output 
POLARITY Switch (-) 

If the POLARITY Switch is set to +, the Voltage supply will be shorted and the OVERLOAD 
Lamp will light. In - output, the OVERLOAD Lamp functions normally. 

c. To return the Model 246 to normal operation, disconnect the two mating connectors 
from the rear of the instrument. Internal cables #3 and #4 may or may not be removed. 
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SECTION 3. 



CIRCUIT DESCRIPTION 



3-1. GENERAL. The Keithley Model 246 High Voltage Supply furnishes outputs from 0 to 3100 
volts dc. The block diagram (Figure 9) shows the relationship between operating circuits. 
Setting the sampling resistor^ in the voltage divider selects the output voltage. Any 
difference between the voltage drop across a string of calibrating resistors and the zener 
reference is sensed by the voltage control comparator and amplified. The amplified differ- 
ence signal is returned to the series regulator. This maintains the output voltage at a 
constant level determined by the divider ratio selected with the front panel Voltage Dials. 
The current limit comparator and amplifier prevents the output current from exceeding 13.0 
milliamperes . 




FIGURE 9. Model 246 Block Diagram. 



NOTE 

Refer to Schematic Diagram 21176E for circuit designations. 

3-2. HIGH AND LOW VOLTAGE SUPPLIES. 

a. High voltage for the series regulator tube is obtained using a voltage doubler cir- 
cuit, composed of diodes D102 and Dl03 and filter capacitors ClOl and C102. This circuit 
increases transformer life and reduces corona, 

b. Low voltage for the control circuitry is obtained from rectifiers D104 and D105 and 
filter capacitors C106 and Cl07. Cascaded regulators V103, V104 and Dl07, Dl08 regulate 
this voltage. 

3-3. VOLTAGE CONTROL. The voltage divider consists primarily of zener reference Dll6, 
the sampling voltage divider, R148 to R187, and the calibrating resistor divider, Rl35 to 
R139. See Figure 10. 
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a. The front panel Voltage. Dials ,• Sl05 
to Sl07, set the value of the sampling re- 
sistors. Changing the sampling resistors, 

R148 through R187, varies the output volt- 
age. The output voltage, Eq (Figure 1 ), 
assumes a value such that the voltage drop 
across the calibrating resistors, Rl35 to 
Rl39, is equal to the voltage of the zener 
reference, Dll6. The voltage control com- 
parator and amplifier sense any difference 
between these voltages and correct the volt- 
age, Ei, through the series regulators. 

Viol and V102. Tubes VlOl and V102 are op- 
erated in series so that the maximum plate 
voltage and plate dissipation of each tube 
are not exceeded. Resistors R106 through 
RllO insure that a 3 to 2 voltage ratio . 
occurs across the tubes. 

b. The voltage control comparator and 

amplifier consists of a differential ampli- 
fier (transistors Ql05 and Q106) , a current 
amplifier (transistor Q104) , and a voltage FIGURE 10. Diagram of Voltage Control Corn- 
amplifier (transistors Q102 and Q103). Its parator. R148 to R187 are the sampling re- 
output controls the voltage across the cath- sistors set with Sl05 to S107. Rl35 to R139 

ode biasing transistor QlOl of the series are the calibrating resistors. Ei is the 

regulator tube, Vl02. Diodes Dill through voltage through the series regulator, VlOl. 

D116 and resistors R123, R132 and R133 pro- Eq is the Model 246 output voltage. A is 

tect the voltage control comparator and the the voltage control comparator and amplifier, 

zener reference from switching transients when 

the output voltage is changed. Diode DllO 

prevents a reverse bias on the current amplifier Q104 beyond its breakdown voltage. 

3 - 4 . OUTPUT VOLTAGE. The POLARITY Switch, S108 , grounds one side of the Voltage Supply 
and connects the other side to the parallel Output Connectors, JlOl and Jl02. An addition- 
al ground terminal, Jl03, can be used for grounding. 

3-5. CURRENT CONTROL. 

a. The output current is sensed by measuring the voltage drop across resistor Rill. A 
current limit comparator and differential amplifier, transistors Ql07 and Ql08, compares 
this voltage to that at the tap of potentiometer R130. 

b. The comparator controls the OVERLOAD Lamp, DS103, and the Voltage Supply operating 
mode: normal, when there is no overload on the Model 246, and current limited, when the 
output current exceeds 10 milliamperes . Selection between modes occurs automatically 
using a switch composed of diode D109 and the base-emitter of transistor Q104. In the 
normal mode, the voltage on the anode of diode Dl09 is less than the voltage on the base 

of Ql04. Therefore, Q104 conducts and Ql09 does not. In the current limit mode, the volt- 
age on the anode of Dl09 is higher than that on the base of Ql04. D109 conducts and Ql04 

does not. 

c. The neon OVERLOAD Lamp, DS103, is switched on by transistor QllO turning off. As 
the lamp begins to ignite, QllO is turned off, causing the lamp to come on to full bril- 
liance. Base current for transistor QllO is supplied by transistor. Ql09. 
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SECTION 4. 



SERVICING 



4-1. GENERAL. This Section contains the maintenance and troubleshooting procedures for 
the Model 246 Voltage Supply. Follow these as closely as possible to maintain the speci- 
fications of the instrument. 

4-2. SERVICING SCHEDULE. The Model 246 needs no periodic maintenance beyond the normal 
care required of high-quality electronic equipment. Occasional checks of the output, de- 
scribed in Section 5, will show the need of any adjustments. No part should need frequent 
replacement under ordinary use. 

4-3. PARTS REPLACEMENT. 

a. The Replaceable Parts List in Section 7 describes the electrical components of the 
Voltage Supply. Replace components only as necessary. Use only reliable replacements 
which meet the specifications. 

b. The zener diode, Dll6, is selected as are diodes D112 and Dll3; transistors Q105 and 
q 106 are a matched pair. Order these replacements only from Keithley Instruments, Inc., 
or its representative, as well as other parts marked for Keithley manufacture (80164) in 
the Replaceable Parts List. 



TABLE 5. 

Equipment Recommended for Model 246 Troubleshooting and Calibration. Use these instruments 
or their equivalents. 



Instrument 


Use 


Ballantine Model 320A Wideband, True RMS VTVM, 
100 microvolts to 330 volts, 5 cps to 4 Me 


Check output noise 


Keithley Instruments Model 153 Microvolt-Ammeter, 
10 microvolts to 1000 volts, ^1% at 3 millivolts; 
200-megohin input resistance, 10"11 to 0.1 ampere 


Circuit checking 


Keithley Instruments Model 610B Electrometer, 10"3 
to 100 volts, 10"^^ to 0.3 ampere, 10^ to lO^^ 
ohms; 10^^ ohm input resistance 


Circuit checking 


Keithley Instruments Model 662 Differential Volt- 
meter, *0.01% limit of error, 100 microvolts to 
500 volts 


Calibrating output voltage 


Keithley Instruments Model 6601A 100:1 Divider, 
*0.01% accuracy 


Used with Model 662 above 
500 volts 


Tektronix Model 504 Oscilloscope 


Check output noise 
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TABLE 6. (Sheet 1) 

Model 246 Troubleshooting. Read paragraph 4-5 before performing any repairs. 



Trouble 


Probable Cause 


Remedy 


No output voltage, pilot 
light off 


Line cord not plugged in 


Plug in line cord 


117-234 Switch not correctly set 


Set Switch correctly 


POWER ON or OUTPUT ON 
Switch off 


Turn both switches on 


Fuse FlOl Blown 


Replace fuse; if fuse re- 
peatedly blows, check 
further 


No output voltage, re- 
peated fuse failure 


VlOl, V102, V103, V104 or 
associated circuitry faulty 


See paragraph 4-6 


No output voltage but 
pilot light on 


Trouble in high or low power 
supplies or tube filaments 


See paragraph 4-6 


Faulty VlOl or V102 


Check, replace if faulty 


Current limiting or voltage 
control amplifiers defective 


See paragraphs 4-7 and 4-8 


Output voltage not cor- 
rect by an approximately 
constant amount 


Zero potentiometer not set 


See paragraph 5-3 


Voltage control amplifier will 
not zero 


See paragraphs 4-7 and 4-8 


Output noise high 


See paragraph 4-10, 2-7 


Output voltage not cor- 
rect by an approximate- 
ly constant percentage 
of Voltage Dial setting 


CAL potentiometer not set 


See paragraph 5-4 


Diodes Dll2, D113, Dll4 or 

Dll5 leaking 


Check, replace if faulty 


Faulty ql06 


Check, replace if faulty 


Zener Dll6 or Rl35, Rl36, Rl37 
R138 or R139 faulty 


Check, replace if faulty 


Output voltage not cor- 
rect for low voltage 
outputs only 


Amplifier not balanced 


See paragraphs 4-7 and 4-8 


Output noise high 


See paragraph 4-10 


Output voltage not cor- 
rect at only a few dial 
settings 


Switches S105, Sl06 or Sl07 or 
one of resistors Rl48 to R187 
faulty 


Return to factory for 
repair 
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TABLE 6. (Sheet 2). 

Model 246 Troubleshooting. Read paragraph 4-5 before performing any repairs. 



Trouble 


Probable Cause 


Remedy 


Output not correct at 
high voltage outputs 
only 


IJigh voltage transformer, recti- 
fiers or filters faulty 


See paragraph 4-6 


C114 or C115 leaking 


Check, replace if faulty 


Viol or V102 circuit open or 
tube faulty 


Check, replace if faulty 


Amplifier swing not sufficient 


See paragraphs 4-7 and 4-8 



4-4. TROUBLESHOOTING . 

a. The procedures which follow give instructions for repairing troubles which might 
occur in the Model 246. Use the procedures outlined and use only specified replacement 
parts. Table 5 lists equipment recommended for troubleshooting. If the trouble cannot 
be located or repaired, contact Keithley Instruments, Inc., or its representative. 

b. Table 6 lists problems which might occur. If the reapir indicated does not work, 
check through each circuit as described in the following paragraphs. Refer to the des- 
cription in Section 3 to understand the circuits. The complete circuit diagram, 21176E, 
is in Section 7. 



WARNING 

Use extreme caution when working within the Model 246. High voltages are pres- 
ent at many points. Before removing the cover, make sure the power cord is dis- 
connected. After removing the cover, discharge all metal-cased capacitors be- 
fore proceeding with repairs. Discharge all high voltages through a bleeder. 

4-5. PROCEDURES TO GUIDE TROUBLESHOOTING. 

a. Always set the OUTPUT Switch to - when working on the Model 246. This keeps the 
voltage control amplifier ground at case potential. When the POLARITY Switch is at +, the 
series regulator low is above case ground by the amount of the output voltage. 

b. Before troubleshooting the Voltage Supply, check the external circuits. Check the 
fuse, power cord and power source. 

c. The schematic diagram 21176E contains the voltages at selected points. These were 
measured with the Model 153 to '±‘15%, and with the Model 246 controls set to: 



POWER ON Switch on 

OUTPUT ON Switch on 

Voltage Dials and Trim Control 0000 
POLARITY Switch (-) 
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d. Check the vacuum tubes, VlOl and V102, and the gas tubes, V103 and V104. Check tubes 
by replacing them. Normally, replacing tubes will clear up any difficulty. 

4-6. TRANSFORMER CHECK. If no output voltage appears and if the fuse repeatedly blows, 
follow these procedures. 

a. Removing tubes VlOl and V102 (Figure 13) from the sockets unloads the high voltage 
and filament winding of the transformers. 

b. Removing tubes V103 and V104 (Figure 15) from their sockets unloads the low voltage 
winding of the low voltage transformer. 

c. If the fuse continues to blow, the trouble is in the rectifiers, filters, transform- 
ers or wiring. The best approach is to disconnect all secondary leads and check the trans- 
former using the Model 610B as an ohmmeter. 

4-7. TROUBLESHOOTING THE VOLTAGE CONTROL AMPLIFIER. 

a. To troubleshoot the voltage control amplifier, first remove the high voltage by 
turning the OUTPUT CN Switch to 'off. Remove tubes VlOl and V102 (Figure 13) from their 
sockets and disconnect the plate caps. Make sure the plate caps are clear of all surround- 
ing components. Place a shorting jumper across either diode D112 or Dll3 (Figure 16). 

b. Set the front panel controls to: 

POWER CB Switch off 

OUTPUT ON Switch off 

Voltage Dials and Trim Control 0000 
POLARITY Switch (-) 

Do not connect anything to the Output Receptacles. 

c. Connect the Model 153 between the base of transistor QlOl and ground. Turn the Model 
246 POWER ON Switch to 'on'. Adjust the ZERO potentiometer R125 (Figure 17). Turning the 
potentiometer should swing the voltage from approximately +1 to -1/2 volt. 

d. If the voltage will swing from +1 to -1/2 volt, then the voltage control amplifier 
will balance at dc and it is probably functioning properly. If it will not swing f rom +1 
to -1/2 volt , the trouble may be in either the voltage control amplifier or in the current 
limit circuit. See paragraph 4-8. 

4-8. TROUBLESHOOTING THE CURRENT LIMITS CIRCUITS. 

a. A defective current limit circuit can interfere with the voltage control amplifier. 
First, see if the voltage control amplifier is operating correctly (paragraph 4-7). 

b. Set the front panel controls as in paragraph 4-7, b. Since there is no overload, 
there should be a reverse voltage across diode Dl09 (Figure 16). The amplifier should be 
in its normal mode. 

c. If there is not a reverse voltage across D109 , disconnect the current limit circuit 
by disconnecting one end of diode D109. If the voltage control amplifier does not yet 
balance, the trouble is in the amplifier. If the voltage control amplifier balances, 
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TABLE 7. Current Limit Circuit Voltages. 

These values were measured with the Model 153 to -^15%. The Voltage Dials are set to 0000 
and the POLARITY Switch to Voltages at points C, D and E depend on both zener voltages 
(D107 and DIOS). Zener Voltages range between 15 and 22 volts. The points C, D and E are 



Zener Supply 
Voltage 
(Pt. A) 


Zener Supply 
Voltage 
Point B 


Point C 


Point D 


Point E 


+18 volts 


-18 volts 


-0.5 volts 


-0.5 volts 


+0 volts 


to 


to 


to 


to 


to 


22 volts 


-22 volts 


+0.8 volts 


+4.0 volts 


+1.4 volts 



the trouble is in the current limit circuit. Locate the trouble by making voltage measure- 
ments within these circuits. 

4-9. TROUBLESHOOTING THE OVERLOAD LAMP CIRCUIT. 

a. Trouble in the OVERLOAD Lamp driver circuit is indicated by the lamp not lighting 
when the voltage control amplifier and the current limit circuit are working. The latter 
circuit is working if output noise increases as the overload increases and current limit- 
ing action occurs. 

I H H 1 1 1| 




FIGURE 11. Voltage Points within Current Limit Circuit. Refer to Table 8 for values 
which depend upon the voltage at Points A and B. 
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b. In overload condition, the voltage between the emitter and collector of transistor 
QllO (Figure 18) should be more than 105 volts. If it is and the lamp will not light, 
then the lamp is defective. 

c. If 105 volts is not present, then either transistor Q109 or QllO (Figure 16) or the 
associated circuitry is defective. Measure the voltages within the circuits to locate 
the trouble. 

d. Voltages within the current limit amplifier vary considerably, depending upon the 
voltage across zener diodes Dl07 and Dl08. Nominally, the voltage at point A is +20 volts 
and at point B is -20 volts. Table 7 gives the approximate range for points C, D and E in 
Figure 11 for voltages within the limits of the zener if the instrument is working properly 



4-10. OUTPUT NOISE. With a voltage set- 
ting of less than 600 volts, the output 
noise on the Model 246 may be read by con- 
necting the Model 504 oscilloscope or the 
Model 320A voltmeter across the output ter- 
minals of the Model 246. With a voltage 
setting greater than 600 volts, use a block- 
ing capacitor box (Figure 12) with the os- 
cilloscope or voltmeter. When using the 
box keep the switch on the box closed except 
when reading noise. Excessive power line 
noise will tend to increase the output noise. 
The output noise should be less than 20 
millivolts peak-to-peak or 1.0 millivolt 
rms . If the noise is higher, then most 
likely one of the regulator tubes V103 or 
V104 is defective. If replacing these tubes 
does not clear up the trouble, then either 
the pass tube, VlOl or V102 is defective or 
one or more of the amplifier transistors, 

QlOl through Ql06, is defective. 




FIGURE 12. Blocking Capacitor Box Used 
With an Oscilloscope or Voltmeter to Read 
Output Noise on Model 246. 
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SECTION 5. CALIBRATION 



5-1. GENERAL. 

a. The following procedures are recommended for calibrating the Model 246. It is also 
recommended that the equipment listed in Table 5 be used. If difficulty is encountered, 
contact Keithley Instruments, Inc., or its representative. 

b. Before performing any calibration, make sure the Model 246 is in working order. 

Allow it to stabilize for at least 30 minutes with both covers on. 

c. If the instrument is not within specifications after the calibration, follow the 
troubleshooting procedures or contact Keithley Instruments, Inc., or its representative. 

5-2. CALIBRATION SCHEDULE. Check the accuracy of the output voltage (paragraph 5-4) every 
six months and recalibrate as necessary. Also, recalibrate the instrument if either of 
the series regulator tubes, VlOl or V102, or the zener diode, Dll6, is replaced. 



5-3. ZERO BALANCE ADJUSTMENT. 

a. This adjustment sets the Model 246 for no output when the Voltage Dials and Trim Con- 
trol are set to 0 0 0 0. 

b. Set the front panel controls to: 



POWER ON Switch on 

OUTPUT ON Switch on 

Voltage Dials and Trim Control 0000 
POLARITY Switch (-) 



Connect the Model 153 to the Model 246 OUTPUT Receptacle and set it initally to its 10- 
millivolt range. Adjust the ZERO potentiometer, R125 (Figure 17), for zero output ^1 
millivolt. 



5-4. VOLTAGE CALIBRATION. 

a. Connect the Model 662 to the Model 
246 OUTPUT Receptacle. Allow the Voltage 
Supply to warm up for at least 30 minutes. 
Set the front panel controls to 



POWER ON Switch 
OUTPUT ON Switch 
Voltage Dials and 
Trim Control 
POLARITY Switch 



on 

on 

any output above 
100 volts 
(-) 



b. The Model 662 should read the Model 
246 output to ^0.5%. If necessary, adjust 
the output using the CAL potentiometer R139 
(Figure 17). If the potentiometer does not 
have sufficient range, add or remove jumpers 
schematic diagram 21176E). 



TABLE 8. Model 246 Internal Controls. 

The Table lists all internal controls, the 
figure picturing the location and the para- 
graph describing the adjustment. 



1 Control 


Circuit 

Desig. 


Fig. 

Ref. 


Refer to | 
Paragraph 


Zero Adjustment 


R125 


17 


5-3 


Calibration 

Adjustment 


R139 


17 


5-4 


Current Limit 
Adjustment 


R130 


17 


5-5 



across resistors R136, R137 and R138 (see 
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c. For a quick check, measure the output voltage at several different settings. Adjust 
the CAL potentiometer R139 (Figure 17) for minimum percentage deviation from the dial set- 
ting. 

d. For best accuracy, check each ranging resistor and then adjust the CAL potentiometer 
for minimum deviation from the dial setting. Check the resistor by measuring the output 
voltage at each dial setting for each Voltage Dial. Keep two Dials set to zero and mea- 
sure the output for each position of the third dial. Output should be within ^0.57o of 

the setting. 

5-5. CURRENT LIMIT CIRCUIT ADJUSTMENT. 

a. This adjustment sets the Model 246 current limit circuit for maximum current output. 
The factory adjustment is for a short circuit current of 12,5 milliamperes , although the 
adjustment range is from 7 to 17 milliamperes. This range provides a useful output cur- 
rent from about 5 to 15 milliamperes. At outputs above 10 milliamperes, however, some 
specifications may be degraded. (See paragraph 2-5). 

b. Connect the Model 153 to the Model 246 OUTPUT Receptacle. (If an equivalent ammeter 
is used, its input drop must be less than 150 millivolts.) Initially, set the Model 153 
sensitivity to 30 milliamperes full scale. Set the Model 246 controls to 



POWER ON Switch on 

OUTPUT ON Switch on 

Voltage Dials and Trim Control 0100 
POLARITY Switch (-) 



Adjust the CURRENT LIMIT potentiometer Rl30 (Figure 17) until the output current is 12.5 
milliamperes ^0.2 milliampere. 
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FIGURE 14. Bottom View of 
shows location of switches 



Model 246 Chassis. Front panel faces right, 
and connectors. For top view refer to Figure 



Figure 

13. 
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SECTION 6. 




6-1. RACK MOUNTING . 

a. Adding Rack Angles. The Model 246 is supplied with all the necessary hardware for 
standard RETHA 19-inch rack mounting. The rack angles are packed separately to fascil- 
itate shipping. 

1. Remove the four 10-32 slotted head screws on the sides of the instrument. 

2. Place the angles against the instrument sides so that the mounting holes line 
up. Insert the screws. 

6-2. MODEL 3008 BENCH MOUNTING KIT (See Figure 19.). 

a. If bench mounting of the Model 246 is desired, use the Model 3008 Bench Mounting 
Kit. Assemble as follows: 

1. Remove the four 10-32 slotted head screws that secure the rack angles and, if 
attached, the rack angles. Remove the top cover assembly by turning the two pawl-type 
fasteners one-half turn counter-clockwise. Remove the bottom cover assembly the same way. 

2. Attach the bail supports (items 3 & 4) to the bottom cover, using two 8-32 x 7/16 
Phillips Pan Head screws (item 8). 

3. Attach the four feet (item 5), using four 8-32 x 7/16 screws (item 6). Snap the 
bail (item 9) into place. Push a rubber foot insert (item 7) into each plastic foot. 

4. Replace the bottom cover assembly on the instrument and secure in place with the 
two pawl-type fasteners. 

5. Place the bench top cover assembly (item 1) over the instrument. Use the four 
slotted head screws (item 2) to secure the cover to the instrument at the bottom cor- 
ners of each side. 



TABLE 9. 

Model 3008 Bench Mounting Kit Parts List. 



Item 

(See Figure 


19) Description 


Keithley 
Part No. 


Quantity 


1 


Cover Assembly with handles 


20508B 


1 


2 


Screw, Slotted Binder Head, 10-32 x 1/4 


— 


4 


3 


Bail Support, Right 


19206B 


1 


4 


Bail Support, Left 


19205B 


1 


5 


Plastic Foot 


FE-5 


4 


6 


Screw, Phillips Round Head, 8-32 x 7/16 


— 


4 


7 


Rubber Foot Insert 


FE-6 


4 


8 


Screw, Phillips Pan Head, 6-32 x 3/16 


— 


2 


9 


Tilt Bail 


14704B 


1 
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FIGURE 19. Exploded View for Assembling Model 3008 Bench Mounting Kit to Model 246. 



6-3. MHV MATING CONNECTOR CABLE ASSEMBLAGE. 

a. Shipped with the Model 246 is a mating MHV connector. This connector has the Military 
Type Number of UG-932/U, Keithley Part Number CS-191. It may be obtained from almost any 
manufacturer of connectors. 

b. Keithley does not supply the connector already assembled with a cable. Therefore, 
it is necessary for the user to assemble the cable to the mating connector. Use coaxial 
cable that is capable of withstanding the maximum applied voltage. 

c. Assemble the cable as shown in Figure 20. 
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SUP WASHER 




I. 



Cut c«b1e end square place clamp 
nut, slip washer and gasket over 
jacket. Strip jacket 23/32" as 
s hown . 

BRAID CLAMP 

'V 




2. Comb out braid and 
Then place braid ci 
nst jacket cut 



r forward, 
over braid 







Fold braid back over braid c 
trim as shown. Cut dielectric and center 
conductor to 7/(A” dimension then 
strip dielectric to ,470 dimension. 



CONTACT 




Solder contact to center conductor 




Slide back end parts forward then 
thread assembly Into connector and 
lock securely. Vee gasket must be 
spl it by braid clamp. 



FIGURE 20. Cable Assembly for Mating MHV Connector 
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SECTION 7. REPLACEABLE PARTS 



7-1. REPLACEABLE PARTS- LIST. The Replaceable Parts List describes the components of the 
Model 246 and its accessories. The List gives the circuit designation, the part descrip- 
tion, a suggested manufacturer, the manufacturer’s part number and the Keithley Part Number 
The last column indicates the figure picturing the part. The name and address of the manu- 
facturers listed in the "Mfg. Code" column are in Table 11 . 

7-2. HOW TO ORDER PARTS. 

a. For parts orders, include the instrument's model and serial number, the Keithley 
Part Number, the circuit designation and a description of the part. All structural parts 
and those parts coded for Keithley manufacture (80164) must be ordered through Keithley 
Instruments, Inc., or its representatives. In ordering a part not listed in the Replaceabl 
Parts List, completely describe the part, its function and its location. 

b. Order parts through your nearest Keithley representative or the Sales Service Depart- 
ment, Keithley Instruments, Inc. 



TABLE 10. Abbreviations and Symbols. 



amp 


ampere 


M or meg 


mega (10^) or megohms 






Mil. No. 


Military Type Number 


Cb Var 


Carbon Variable 


Mfg. 


Manufacturer 


GerD 


Ceramic, disc 


MtF 


Metal Film 


Comp 


Composition 


My 


Mylar 


DCb 


Deposited Carbon 


n 


ohm 


EMC 


Electrolytic, metal cased 


p 


pico (10"12) 


ETB 


Electrolytic , tubular 


Ref 


Reference 


f 


farad 






Fig. 


Figure 


4 


micro (lO"*”) 


HTC 


Hot Tinned Container 


V 


volt 


k 


kilo (103) 


w 


watt 






WW 


Wirewound 
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MODEL 246 REPLACEABLE PARTS LIST 
(Refer to Schematic Diagram 21176E for circuit designations) 

CAPACITORS 



Circuit 

Desig. 


Value 


Rating 


Type 


Mfg. 

Code 


Mfg. 

Part No. 


Keithley 
Part No. 


Fig. 

Ref. 


ClOl 


0.5 laf 


3000 V 


HTC 


99120 


EP-30-504 


C154-.5M 


13,15 


C102 


0.5 nf 


3000 V 


HTC 


99120 


EP-30-504 


C154-.5M 


13,15 


C103 


20 |if 


350 V 


ETB 


56289 


TVA1608 


C23-20M 


15 


C104 


.005 \if 


3000 V 


CerD 


71590 


DD30-502 


C75-.005M 


15 


C105 


2 p.f 


25 V 


Plastic 


56289 


TL1201 


C159-2M 


16 


C106 


40 


350 V 


EMC 


14659 


TVL 1621 


C32-40M 


15 


C107 


40 \xf 


350 V 


EMC 


14659 


TVL 1621 


C32-40M 


15 


C108 


.02 |i£ 


600 V 


CerD 


72982 


Ed-. 02 


C22-.02M 


15 


C109 


.02 M.f 


600 V 


CerD. 


72982 


Ed-. 02 


C22-.02M 


15 


Clio 


.22 |xf 


50 V 


My 


84411 


601 PE 


C41-.22M 


16 


Gill 


0.1 |xf 


50 V 


My 


84411 


601 PE 


C41-.1M 


16 


G112 


*100 pf 


600 V 


CerD 


72982 


Ed-100 


C22-100P 


16 


C113 


.02 uf 


600 V 


CerD 


72982 


Ed-. 02 


C22-.02M 


16 


C114 


.01 


4000 V 




99120 


LR40-103B 


C156-.01M 


18 


C115 


.05 pf 


4000 V 




99120 


LR40-503 


C157-.05M 


18 



Circuit 

Desig. 


Type 


DIODES 

Number 


Mfg. 

Code 


Keithley 
Part No. 


Fig. 

Ref. 


DlOl 


Silicon 


1N3255 


02735 


RF-17 


15 


D102 


Silicon 


7715-8 


02101 


RF-32 


15 


D103 


Silicon 


7715-8 


02101 


RF-32 


15 


D104 


Silicon 


1N3256 


02735 


RF-22 


15 


D105 


Silicon 


1N3256 


02735 


RF-22 


15 


D106 


Silicon 


1N645 


01295 


RF-14 


16 


D107 


Zener 


ZV20 


15238 


DZ-25 


16 


D108 


Zener 


ZV20 


15238 


DZ-25 


16 


D109 


Silicon 


1N645 


01295 


RF-14 


16 


DUO 


Silicon 


1N645 


01295 


RF-14 


16 


Dill 


Silicon 


1N645 


01295 


RF-14 


16 


D112 


Silicon 


1N645 


01295 


RF’-14 


16 


D113 


Silicon 


1N645 


01295 


RF-14 


16 


D114 


Silicon 


1N3253 


80164 


17459A 


16 


D115 


Silicon 


1N3253 


80164 


17459A 


16 


D116 


Zener 


1N936 


04713 


DZ-5 


16 


D117 


Silicon 


1N645 


01295 


RF-14 


16 



* Nominal value, factory set. 
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MISCELLANEOUS PARTS 



Circuit 

Desig. 


Description 


Mfg. 

Code 


Keithley 
Part No. 


Fig. 

Ref. 


DSlOl 


Pilot Light, Red, OUTPUT ON (Mfg, No. 2100) 


91802 


PL-33 




DS102 


Pilot Light, White, POWER ON (Mfg. No. 2100) 


91802 


PL-34 


2 


DS103 


Pilot Light, Red, (Mfg. No, 2100) 


91802 


PL-35 


2 


FlOl (117v) 


Fuse, slow blow, 3AG, 1.25 amp 


80164 


Fu-28 


14 


FlOl (234v) Fuse, slow blow, 3AG, .625 amp 


80164 


FU-28 




— 


Fuse Holder (Mfg. No. 342012) 


75915 


FH-3 




JlOl 


Receptacle, output (Mil. No. UG-931/u) 


02660 


CS-190 


14 


— 


Plug, mate of JlOl (Mil. No. UG-932A/U) 


02660 


CS-191 




— 


Sleeve cap for J102 


99017 


CAP- 19 




J102 


Receptacle, output (Mil. No. UG-931/u) 


02660 


CS-190 


2,14 


— 


Plug, mate of J102 (Mil. No. UG-932A/U) 


02660 


GS-191 




— 


Sleeve cap for Jl02 


99017 


CAP-19 




J103 


Binding Post (Mfg. No. 33-286) 


08811 


BP-15 


2 


MlOl 


Meter 


80164 


ME-74 


2,13 


PlOl 


Cord Set, 6 feet (Mfg. No. 4638-13) 


93656 


CO-5 




SlOl 


Toggle Switch, OUTPUT ON 


80164 


SW-238 


2,14 


S102 


Toggle Switch , POWER ON 


80164 


SW-4 


2,14 


S103 


Slide Switch, 117-234 v 


80164 


SW-151 




S104 


Trim Control potentiometer 


80164 


RP56-16.5K 


13 


— 


Dial Assembly, Trim Control 


80164 


20932A 


2 


S105 


Rotary Switch, XlG Output Volts 


80164 


SW-239 


2,13 


— 


Dial Assembly, XlO (0-10) 


80164 


14829A 




S106 


Rotary Switch, XlOO Output Volts 


80164 


SW-239 


2,13 


— 


Dial Assembly, XlOO (0-10)' 


80164 


14829A 




S107 


Rotary Switch, XlOOO Output Volts 


80X64 


SW-229 


2,13 


— 


Dial Assembly, XlOOO (0-2) 


80164 


20795A 




S108 


Rotary Switch, POLARITY 


80164 


SW-230 


2,13 


— 


Knob Assembly, Polarity Switch 


80164 


14838A 




TlOl 


Transformer 


80164 


TR-99 


15 


T102 


Transformer 


80164 


TR-98 


15 
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RESISTORS 



Circuit 

Desig, 


Value 


Rating 


Type 


Mfg. 

Code 


Mfg. 

Part No. 


Keithley 
Part No. 


RlOl 


100 a 


10%, 1/2 w 


Comp 


01121 


EB 


Rl-lOO 


R102 


33 kn 


10%, 1/2 w 


Comp 


01121 


EB 


R1-33K 


R103 


47 a 


5%, 3 w 


WW 


44655 


4400 


R92-47 


R104 


i ka 


10%, 1/4 w 


Comp 


01121 


CB 


R76-1K 


R105 


33 kQ. 


10%, 1/2 w 


Comp 


01121 


EB 


R1-33K 


R106 


10 no. 


1%, 1 w 


DCb 


91637 


DC-1 


R13-10M 


R107 


10 m 


1%, 1 w 


DCb 


91637 


DC-1 


R13-10M 


R108 


10 MO 


1%, 1 w 


DCb 


91637 


DC-1 


R13-10M 


R109 


10 MO 


1%, 1 w 


DCb 


91637 


DC-1 


R13-10M 


RllO 


10 MO 


1%, 1 w 


DCb 


91637 


DC-1 


R13-10M 


Rill 


100 0 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-100 


R112 


1.75 ko 


*5%, 20 w 


WW 


05766 


FR-20 


R141-1.75K 


R113 


3 kO 


*5%, 20 w 


WW 


05766 


FR-20 


R141-3K 


R114 


30.1 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-30.1K 


R115 


10 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-10K 


R116 


4.5 kO 


5%, 10 w 


WW 


44655 


1-3/4-D-57-F 


R5-4.5K 


R117 


9 kO 


10%, 5 w 


WW 


05766 


FRL-5 


R131-9K 


R118 


3.48 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-3.48K 


R119 


47 kO 


10%, 1/2 w 


Comp 


01121 


EB 


R1-47K 


R120 


^'22 kO 


10%, 1/2 w 


Comp 


01121 


EB 


RI-22K 


R121 


121 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-121K 


R122 


33.3 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-33.3K 


R123 


100 0 


10%, 1/4 w 


Comp 


01121 


CB 


R76-100 


R124 


1.5 MO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-1.5M 


R125 


2 kO 


20%, 2 w 


WW 


71450 


INS 115 


RP50-2K 


R126 


909 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-909K 


R127 


20 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-20K 


R128 


20 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-20K 


R129 


187 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-187K 


R130 


10 kO 


20%, 2 w 


WW 


71450 


INS 115 


RP50-10K 


R131 


8.06 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-8.06K 


R132 


100 0 


10%, 2 w 


Comp 


01121 


HB 


R3-100 


R133 


1 kO 


10%, 1/2 w 


Comp 


01121 


EB 


RI-IK 


R134 


47 kO 


10%, 1/2 w 


Comp 


01121 


EB 


RI-47K 


R135 


8.25 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-8.25K 


R136 


301 0 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-301 


R137 


301 0 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-301 


R138 


301 0 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-301 


R139 


500 0 


20%, 2 w 


WI7 


71450 


INS 115 


RP50-500 


R140 


n.3 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-1.3K 


R141 


10 kO 


1%, 1/2 w 


MtF 


07716 


CEC 


R94-10K 


R142 2.74 kn 1%, 1/2 w 

* Nominal value, factory set. 


MtF 


07716 


CEC 


R94-2.74K 
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REPLACEABLE PARTS 



RESISTORS (Cont'd.) 



Circuit 

Desig. 


Value 


Rating 


Type 


Mfg. 

Code 


Mfg. 

Part No. 


Keithley 
Part No. 


Pig. 

Ref . 


R143 


100 ka 


10%, 1/2 w 


Corap 


01121 


EB 


Rl-IOOK 


17 


R144 


23.2 ka 


n , 1/2 w 


MtF 


07716 


GEC 


R94-23.2K 


17 


R145 


1.21 kQ 


n, 1/2 w 


MtF 


07716 


GEG 


R94-1.21K 


17 


R146 


56 ka 


10%, 1 w 


Comp 


01121 


GB 


R2-56K 


17 


Rr47 


16,5 ka 


±10% 


CbVar 


71590 


Model 2 


RP56-16.5K 


2 


R148 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R149 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R150 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R151 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R152 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R153 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R154 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R155 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R156 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R157 


10 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-10K 


18 


R158 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R159 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R160 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R161 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R162 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R163 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R164 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R165 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R166 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R167 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R168 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R169 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


K170 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R171 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R172 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R173 


100 ka 


CM 

o 


MtF 


07716 


CEC 


R61-100K 


18 


R174 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R175 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R176 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R177 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R178 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R179 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R180 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


RI81 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


RI82 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R183 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R184 


100 ka 


0.5%, 1/2 w 


■ MtF 


07716 


CEC 


R61-100K 


18 


R185 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 
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RESISTORS (Cont'd.) 



Circuit 

Desig. 


Value 


Rating 




Type 


Mfg. 

Code 


Mfg. 

Part No. 


Keithley 
Part No. 


Fig. 

Ref. 


R186 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R187 


100 ka 


0.5%, 1/2 w 


MtF 


07716 


CEC 


R61-100K 


18 


R188 


33 a 


10%, 2 w 


Comp 


01121 


HB 


R3-33 


18 


R189 


10 ka 


1%, 1/2 


w 


MtF 


07716 


CEC 


R94-10K 


17 


R190 


1 Ma 


1%. 1/2 


w 


MtF 


07716 


CEC 


R94-1M 


17 


R191 


1 Ma 


n, 1/2 


w 


MtF 


07716 


CEC 


R94-1M 


17 


R192 


1 Ma 


1%, 1/2 


w 


MtF 


07716 


CEC 


R94-1M 


17 


R193 


1 Ma 


1%, 1/2 


w 


MtF 


07716 


CEC 


R94-1M 


17 


R194 


1 Ma 


W, 1/2 


w 


MtF 


07716 


CEC 


R94-1M 


17 


R195 


1 Ma 


IX. 1/2 


w 


MtF 


07716 


CEC 


R94-1M 


17 










TRANSISTORS 








Circuit 








Mfg. 




Keithley 




Fig. 


Desig. 




Number 




Code 




Part No. 




Ref. 


QlOl* 




40346 




80164 




21676A 




16 


Q102* 




S17638 




80164 




21675A 




16 


Q103-'? 




S17638 




07263 




TG-33 




16 


Q104 




A1380 




73445 




TG-32 




16 


Q105** 




A1380 




80164 




19447A 




16 


Q106** 




A1380 




80164 




19447A 




16 


Q107 




A1380 




73445 




TG-32 




16 


Q108 




A1380 




73445 




TG-32 




16 


Q109 




S17638 




07263 




TG-33 




16 


QUO 




40346 




02735 




TG-44 




16 



VACUUM TUBES 



Circuit 

Desig. 



Number 



Keith ley 
Part No. 



VlOl 8068 03507 EV-8068 13 
V102 8068 03507 EV-8068 13 
V103 0A2 86684 EV-0A2 15 
V104 0A2 86684 EV-OA2 15 



* QlOl, Q102 and Q103 are selected transistors, order only from Keithley Instruments, Inc. 

** Q105 and Ql06 are matched transistors, order only as a pair from Keithley Instruments, 

Inc . 
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MODEL 246 HIGH VOLTAGE SUPPLY 



REPLACEABLE PARTS 



TABLE 11. 

Code List of Suggested Manufacturers. Based on Federal Supply Code for Manufacturers, 
Cataloging Handbook H4-1. 



01121 Allen-Bradley Corp. 

Milwaukee, Wis. 

01295 Texas Instruments, Inc. 

Semiconductor-Components Division 
Dallas , Texas 

02101 Varo Inc., Electrokinetics Div. 
Santa Barbara, Calif. 

02660 Amphenol Corp. 

Broadview, 111. 

02735 Radio Corp. of America 

Commercial Receiving Tube and 
Semiconductor Division 
Sommerville, N.J. 

03507 G. E. Power Tube Dep't. 

Schenectady, New York 

04713 Motorola, Inc. 

Semiconductor Product Division 
Phoenix, Arizona 

05766 Tru-Seal Div. of 
Flick-Reedy Corp. 

Melrose Park, 111. 

07263 Fairchild Camera and Instrument 
Corp. Semiconductor Division 
Mountain View, Calif. 

07716 International Resistance Co. 
Burlington, Iowa 

08811 G-L Electronics Co., Inc. 

Camden, New Jersey 

14659 Sprague Electric Co. 

Visalia, Calif. 

15238 ITT Components Selenium Dept. 

Mfg. Div. of ITT Semiconductor Inc. 
Lawrence , ' Mass . 

44655 Ohmite Mfg. Co. 

Skokie, 111. 



56289 Sprague Electric Co. 

North Adams, Mass. 

71450 CTS Corp. 

Elkhart, Ind. 

71590 Centralab Division of 
Globe-Union Inc. 

Milwaukee, Wis. 

72982 Erie Technological Products, Inc. 
Erie, Pa. 

73445 Amperex Electronic Co. Div. of 
North American Philips Co. Inc. 
Hicksville, N.Y. 

75915 Littelfuse, Inc. 

Des Plaines, 111. 

80164 Keithley Instruments, Inc. 
Cleveland, Ohio 

84411 TRW Capacitor Division 
Ogallala, Nebr. 

86684 Radio Corp. of America 

Electronic Components and Devices 
Harrison, N.J. 

91637 Dale Electronics Inc. 

Columbus, Nebr. 

91802 Industrial Devices Inc. 

Edgewater, N.J. 

93656 Electric Cord Co. 

Caldwell, N.J. 

99017 Protective Closures Co., Inc. 

C.A. Plugs Div. 

Buffalo, New York 

99120 Plastic Capacitors Inc. 

Chicago, 111. 
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